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1. Introduction

Your new Microlife nebuliser is a high-quality device for inhalation therapy for
asthma, chronic bronchitis, and other respiratory illnesses.

The device is capable of generating a medication mist of particles that are small
enough to reach even the deepest regions of your lungs and be of maximal benefit.

Please only use the medication prescribed to you by your doctor and follow your
doctor’s instructions with regard to dosage, duration, and frequency of the therapy. For
safety reasons, the device and all its accessories should only be used by one person.

The operation and usage of the device is very straightforward. All common liquid
medication can be used for inhalation therapy.

Electromagnetic information: Portable and RF communication devices such as
cellular phones, pagers, etc. can interrupt operation of electrical medical equipment.
For this reason, your compressor must be placed far enough away from these devices
to prevent interference. This device meets IEC60601-1-2 standard for electromagnetic
compatibility (EMC).

Prior to using the device, please read this manual carefully and retain it in a safe
place for future reference.

The figure shows the Microlife inhalation device:

Mouthpiece

On/Off
Device

Air hose
Air filter compartment Power cord



2.

Preparation and usage of the device

Prior to using the device for the first time, we recommend cleaning it as per the
instructions in this manual.

Please refer to the foldout page with the figures on the correct usage of the device at
the beginning of the manual. Do not use if the device has cracks or is damaged.

1.
2.

3.

1.

Assemble the nebuliser as shown in the figures. Ensure that all parts are complete.
Fill the nebuliser with the inhalation solution as per your doctor’s instructions.
Ensure that you do not exceed the maximum level (min. fill 2 ml, max. fill 15 ml).
Connect the nebuliser to the device using the air hose and then plug the device
into the electricity supply (230V~ / 50Hz).

Now switch on the device (1) and place the mouthpiece in the mouth or fit the
mask. Make sure mist is visible, coming from the mouthpiece/mask.

If possible use the mouthpiece as this gives a better drug delivery to the lungs.
However, you may prefer to use the facemask and you will find two sizes are
supplied to suit different size faces. The mask should completely enclose the
mouth and nose areas. Take the mouthpiece between your teeth, surround it with
your lips and breathe in and out slowly through your mouth or place the mask in
position over nose and mouth and breathe slowly in and out through your mouth.
During the therapy, breathe in and out calmly. Sit in a relaxed position with the
upper part of the body upright. Stop inhalation if you feel unwell.

After completion of the inhalation period recommended by your doctor, please
switch off the device (0) and unplug it from the electricity supply. Disconnect
the tubing and clean the nebulizer using the instructions listed on the Cleaning
instruction section of the Instructions for use.

Empty the remaining medication from the nebuliser and clean the device as per
the instructions in this manual.

A Caution: Risk of electric shock do not remove back.

A Indoor use only.

Cleaning

LW N

Disconnect the nebulizer from the tubing. Unscrew the top from the medicine
cup, rinse out the nebulizer and refill with clean water. Reassemble the top and
medicine cup, reconnect the tubing and run the nebulizer again for a few seconds
to flush out any drug trapped in the nebulizer jets.

Take apart the nebulizer.

Disconnect the tubing from the medicine cup.



4. Wash all items (except tubing) in hot soapy water.

5. Rinse all parts in clean water. Shake off excess water and allow to air dry. Do not
towel dry.

6. Reassemble the nebulizer and insert into compressor device.

7. Turn on the device and let it run for 5-10 minutes to dry the components. This
should eliminate any residue which could obstruct the air and medication flow.

Once a week:

1. Disassemble the nebulizer.

2. Boil the nebulizer, mouthpiece and nosepiece in water with 2 -3 drops of dish
washing liquid for 10 minutes.

Rinse all parts in clean water for at least 2 minutes.

Shake out excess water and allow to air dry.

Reassemble and store the nebulizer in a clean place when not in use.

Never immerse face masks and the air hose into hot water!

The device must not come into contact with water or heat!

The face mask should be rinsed out with water after use. The device and the air hose
should be wiped out once a day with a clean, moist cloth — the device must not be
plugged into the electricity supply during this process!

e euiaw

For doctors’ surgery or hospital use:

The nebuliser and mouthpiece can be placed in an autoclave at maximum 121 °C for
30 minutes. Face masks, air hose, and device are not suitable for hot water or
the autoclave!

A It is very important to carefully follow the cleaning and disinfecting instructions
for efficient and safe product performance.

A Warning! Clogged jets or improper assembly may prevent proper delivery of
medication.
Caution: Toreduce the risk of infection, clean and disinfect the nebulizer between
treatments.

Never use a cleaning brush or put sharp objects into the jet hole or baffle as this will
damage the nebulizer.

4. Maintenance, care, and service

You can procure all necessary spare parts from your dealer or pharmacist, or please
contact Microlife directly for details of your local Microlife supplier.

A Use original manufacturer-supplied nebulizers only.



You will find detailed user information on our products and services at www.microlife.com.
We recommend replacing the nebuliser, mouthpiece, and masks after 3 months use.

The filter should be continually checked for
cleanliness and replaced if dirty, or after

a maximum of 3 months use. Spare filters
are provided with the device. To replace
the filter, open the compartment on the
bottom side of the device marked «Open»
and exchange the filter as shown.

A Use original manufacturer-supplied filters only.
A Do not use the device without the filter.
Maintenance and repairs

Never open the device. There are no serviceable parts within the unit. The compressor
requires no lubrication or maintenance.

5. Malfunctions and actions to take

Malfunction Action

The device cannot be e (Check whether the device is correctly plugged into the

switched on. electricity supply.

The nebuliser only 1. Check whether the air hose is correctly connected at

functions poorly or both ends.

not at all. 2. Make sure that the air hose is not kinked or blocked.
3. Check whether the nebuliser is correctly assembled.
4. Make sure that medication has been added.

The service team at Microlife will be pleased to provide assistance if you have any
questions or problems!

6. Additional safety instructions

If there is visible damage to the device or power cord, please stop using the device.
The device is only allowed to be used for the purpose described in the
instructions. The manufacturer is not liable for damages due to incorrect usage.
Do not subject the device to extreme temperatures, moisture, dust or direct sunlight.
Never try to repair the device by yourself. Unauthorised opening of the device will



render the guarantee void.

e Ensure that children do not use the device without supervision; some parts are so
small that they could be swallowed and present a choking hazard.

¢ |f the device has received a hard knock (fallen on the floor), you find a malfunction
or damage, or notice something unusual, you should have the device checked by
your national Microlife customer service organisation.

¢ Do not use in a ventilator circuit.

1. Guarantee

This device is guaranteed for 2 years from the date of purchase. The guarantee
covers the device, not the replaceable components like the nebuliser, masks,
mouthpiece, air hose, and filter. The guarantee is void if the device is improperly used
or changes made by third parties. The guarantee is only valid on presentation of the
bill or a guarantee card completed by the dealer or pharmacy you purchased it from.

8. Technical specifications

Nebulisation rate:
Particle size:

Compressor air flow:
Compressor pressure:
Acoustic noise level:
Power source:

Power cord length:
Operating temperature:
Storage temperature:
Weight:

Size:

Reference to standards:

0.54 ml/min. (3 ml inhalation takes less than 6 minutes)
1.89 pm (MMAD with 0.9% NaCl using APl system) or
4.75 ym (MMD with Salbutamol using Malvern system)
9 1/min.

1.05 bar

58 dBA at 1 m distance

230 V~, 50 Hz

2m

10 - 40 °C; 10 - 95% relative humidity maximum
-25-+70 °C; 10 - 95% relative humidity maximum
2300 g

175 mm x 295 mm x 125 mm

EN60601-1, EN60601-1-2 (EMC)

Performance information provided above may vary for drugs supplied in suspension or

high viscosity form.



WHranatop

PykoBoACTBO AnA nonb3oBaTenen

CopepxxaHue

1.

Beegenune

2,

MoaroTtoBka K paGoTe 1 NpumMeHeHWe annapara

3. Yuctka m obpaboTtka

4, TexHuuyeckoe obcnyxusaHue n yxop

5. Bo3mOXHble HencnpaBHOCTM U CNOCOObI MX YCTPaHEHUA

6. [lononHutenbHble yKasaHuA no 6e3onacHoCTH

7. TapaHTna

8. TexHuyecKue xapaKTepucTUKM

CumBonbl
BKN BHUMAHME: nepep npyMeHeHEM BHUMATENbHO
(HanpAxeHue) / \  MpOYUTAITE UHCTPYKLMIO.

O BbIKN MepemeHHbIin ToK

(HanpAxeHue)

T Knacc 3awmtbl B IE’ Knacc 3awwuTbl OT NopaeHnA aneKTpu4eckuM Tokom Il

=
E YTunnaupyiTe oTAenbHO

7



1. BBepeHnue

Baw Hobilh uHranaTop Microlife ABNAETCA BbICOKOKAYECTBEHHBIM annapaToM AnA MHranAum-
OHHOTO NIEY€HMA aCTMbl, XPOHNYECKMX BPOHXUTOB W APYTUX PECMIMPATOPHBIX 3a60MEeBaHMIA.

[JaHHbIn annapat cnocobeH cosnaBath 061aKo 3 HACTOMBKO MEMNKNX YaCTHL, NEKAPCTBEHHbIX
BELLECTB, 4TO JOCTUrAETCA O4EHb BbICOKMIA NEYEDHDIN 3GHHEKT - NEeKapcTBO [OCTABNAETCA B
camble OTAANEHHbIE 06NacTH NErkux.

HO)KaﬂyVICTa, I'IpVIMeHFII?ITe TONbKO T€ NeKapCTBEHHbIE Npenapatbl, KOTOPbIE HA3HAYWN Baw
Bpa4, n cneuyﬁTe yKa3aHnAM Bawero Bpa4a no ux npuMeHeHnto, NPoACIXNTENbHOCTU 1 Yac-
TOTE Nevenna. Mo COOGpa)KeHI/IFIM 6e30nacHocTm an60p0M W BCEMM ero NpuMHaAne>xHocTAMU
JA0MKHO NONb30BaTLCA TONBbKO OAHO NALIO.

AnnapaT NPOCT B UCNOJIb30BaHWK. [ina neyeHua MOTyT NPUMEHATLCA BCE UHIANALMUOHHbIE
PacTBOpPbI NEKAPCTBEHHbIX NpenapaTos.

AneKTpoMarHUTHbIE XapaKTepUCTUKM: [TopTaTUBHbIE YCTPONCTBA PaANOCBA3YN, Takue

Kak COTOBble TenedOHb!, NENAXEPb, W T.4. MOTYT NOBMMATL Ha PaboTy 3NEKTPUYECKOr0
MeAnumMHeKoro obopyaoBaHuA. Mo 3To npudmnHe Ball KoMnpeccopHbIin Hebynaraep AoMKeH
ObITb pa3MeLLeH Ha yaaneHum oT Nogo6HbIX YCTPOACTB, YTOOLI NPesoTBPaTUTL BIMAHIUE Ha
ero pa6oty. [laHHblit npubop cootBeTcTBYeT EN 60601-1-2 CTaHAAPTY 3NEKTPOMarH1THOM
cosmecTumocTn (EMC).

Mepes MCMONb30BAHMEM annapaTa BHUMATESbHO MPOYMTaiiTe AaHHOe PYKOBOACTBO U
COXPaHANTE ero B TEYEHHE BCEro CpOKa Cry>Bbl annapara.

Ha pucyHke npeacTasneH annapar ana uHranauum Microlife:

Macka anAa
B3pOCMOro

Pacnbinutenb Hacapka

Bbikntoyatenb
Macka ona pebeHka

Annapat

Bo3aywwHbIN WwnaHr

LHyp nuTaHma
OTpaeneHne BO3LyLWHOTO yp nuta

thunbTpa



2.

MoaroToska K paboTe v NpUMeHeHe annapara

lMepen nepBbIM MCTIONb30BaHWEM HeBynanaepa PEKOMEHLYeTCA NPOM3BECTH 06paboTKy
COrNacHO UHCTPYKLNAM, NMPUBEAEHHBIM B JaHHOM PYKOBOACTBE.

MoxanyicTa, 06paTUTECH K BKMENKE C PUCYHKaMU B Havane pyKoBOACTBA, Ha AaHHbIX
PUCYHKaX NOKa3aHo, Kak NpaBuibHO MONb30BaTLHCA annapaToM. YCTaHoBUTE pacnbliuTeNb,

KaK MoKa3aHo Ha PUCYHKe.

1. Y6eauTech B Ha/MUMM BCEX COCTABHbIX YacTelt annapara.

2. HanonHuTe pacnbimMTesNb pacTBOPOM [1A MHIaIALMM B COOTBETCTBUM C YKA3aHUAMU
BalLero Bpaya. Y6eamTech, 4TO He NPEBBILLEH MaKCUMAIbHbIA YPOBEHD.

3. [loacoenvHUTe pacrbiuTeNb K annaparty, UCMofb3yA BO3AYLUHbINA LWNAHT, & 3aTem
BKJIKOYMTE annapar B CeTb aneKTponuTaHna (230B~ / 50w).

4. Tenepb BKMtO4MTE annapar (1) u NOMECTUTe HacaaKy B poT, MO HAZEHbTE Macky.
Ecnu 310 BO3MOXHO, MCMONb3yiiTe Hacaaky. MauneHTam ¢ 3aTpyaHEHNAMM LbIXaHWA
(ManeHbkve [eTy, NOXWble NtOAN) CNeLyeT NPUMEHATL MacKy; B KOMM/IEKT NOCTABKM
BXOAAT Macky AByX pa3mMepoB —B3pocnan 1 aeTckan. Macka JomkHa NonHOCTLO
OXBaTbIBATh 06/1ACTb PTa 1 HOCA.

5. Bo BpemA ceaHca neveHua fenaiite BLOX M BblAOX COKONHO. CuauTe B paccnabneHHom
no3e, AEPXUTE CrvHY NpAMO. MpekpaTUTe UHranALMIO, ECIIM MOYYBCTBYETE CebA Noxo.

6. 10 OKOHYaHWUM BPEMEHI MHraNALM, PEKOMEH0BAHHOTO Ballmm BpayoM, BLIKIKOUUTE
annapar (0) 1 0TCOeMHUTE ero OT CETM ANEKTPONUTAHMA.

7. Ynanute ocTaTK NEKapCTBEHHOrO Npenapara U3 pacrbiuTena 1 NpousBeamTe

Le3VH(EKLMOHHyt0 06pabOoTKy annapata B COOTBETCTBUM C YKa3aHUAMM JaHHOMO
PYKOBOACTBA.

A BHumanue: Henb3a ncnons3osath Mprbop ¢ OTKPLITON 3aAHEN KPbILUKOW- BO3MOXHO

MopaXKeHue aNeKTPUYECKIM TOKOM.
Bcera 3aBuHYMBAIATE 3a[HIOK KPbILLKY.

Yuctka n 0bpabotka

CoeawN

OTCcoeanHUTE pacnbIUTENb OT BO3AYLIHOMO WnaHra. OTKPYTUTE BEPXHIOK KPBILLKY
pacnblnuTena, NpoMoiTe pacrbIIMTENb W 3anoNHITe ro YACTON BoAoM. [ocTaBbTe Ha
MECTO KpbILLKY pacnbIMTENs, COEANHUTE PaCbIIATENb, LAHT W annapat W BKIUUTe
MHranATOop Ha HECKOMbKO CEKYHA, A TOro YTO 6bl yAANUTL NeKapCTBEHHbIA Npenapar.
Pasbepute pacnbinuTens.

OTCcOeanHUTE BO3AYLUHBIA LWNAHT OT PacnbIATENA.

lMpomoliTe BCe YacTut (KpOMe LaHra) B TEN/ON MbIbHOM BOAE.

lMpononowwTe Bce Aetany Hebynaitdepa YnUCToi BOAOA. CTPAXHUTE BOAY 1 NOCyLIMTE.
CobepuTe pacrbinuTENb M BCTABLTE €0 B KOMMPECCOp.



7. BkniounTe npuGop 1 aiite emy nopabotath 5-10 MUHYT 1A BbICbIXaHUA BCEX YaCTeil
npubopa. ITa npoLieaypa AOMKHA YCTPAHUTb BCE OCTATKY NEKAPCTBEHHbIX CPEACTE Ha
MyTV BO3AYLLUHOIO MOTOKA.

ExeHepenbHo:

1. PasbepuTte pacnbinuTens.

2. TIpokunATMTE pacnbinUTeNb U Hacaaky B Bode € 2-3 KannAMW CpeacTBa ANA MbITbA
nocyabl 10 MUHyT.

3. TlpomoiiTe BCE AETENW YNCTON BOAOW HE MEHEE 2-X MUHYT.

4. TwartensHoO CTPAXHUTE BOAY M BBICYLLMTE HA BO3AYXE.

5. Cobepute Bce feTanu. Koraa annapar He UCTONb3yeTCA, XPaHUTe ero B CyXOM W YMCTOM
MecTe.

* Hukorpa He norpyxaiite Macku 1 BO3AyLHbIA WNaHT B ropAYyto Boay!

* He ponyckaeTcA HaxoxaeHue npubopa B HENOCPEACTBEHHOM 6IM30CTH OT NCTOYHMU-
KoB Tennal

Macky cnepayet ononackueath BOAO0N NOCMe UCMONb30BaHWA. Annapar v BO3AYLLHbIN

LUNaHr CNepyeT 0AMH pas3 B ieHb NPOTUPATh YMCTONM BNAXHOI TKaHLI0 — PU 3TOM annapar

06A3aTeNIbHO AOMKEH ObITb OTCOEAAUHEH OT CETH dNEKTPONUTaHMA!

Yka3aHua oA KabUHeTOB Bpaya, JIe4eGHbIX Y4PEXAEHUI:

PacnbinuTenb u Hacaaky MOXHO NOMeLLaTh B aBTOKNAB NPU MaKCUMaTbHOW Temneparype
121 °C Ha 30 muHyT. Macku, BO3AyLIHbIIA WIAHT U cam annapart He Npucnoco6neHsl AnA
06paboTKM ropA4eit BOJOI UNK B aBTOKNaBe!

A [ina Toro yTo 66l annapat pabotan apdeKTUBHO 1 6E30MaCHO 04EHL BAXHO
BbIMNONHATL NPaBUMa Mo YNCTKE 1 06paboTke.

BHumanue! 3acopeHHbIl Nk HenpaBubHO COBPaHHbINA annapaTt MOXeT NPUBECTH K
A HETOYHOMN [O3MPOBKM NIEKAPCTBEHHbIX NpenapaTo..

Bumanue: [InA TOro 4To 6bl YMEHBLUNTH PUCK MHAMLMPOBAHNA HEOBXOAUMO MbITb 11
A YUCTMTb YaCTU UHranATopa B NepepbiBax MeXAy NPUMEHEHUAMN.

Hukorga He I/ICI'IOJ'Ib3yI71Te XXeCTKMe LEeTKN U 0CTpble npeaMeTbl ANA YACTKK, TakK Kak OHK
MOTyT NOBPEANTb UHIaNATOP U ero AeTanu.

4. TexHuyeckoe 06CNyXUBaHME U yXOR

Bce HeobxoanMble 3anacHble YacTi MOXHO 3aKkasaTb Y CBOEro AvNepa Uim B anteke, uim
xe obpatutech npamo B coupmy Microlife 3a nogpobHon MHhopMaumein o Batem MeCTHOM
noctasLumke Microlife.

A Vicnonb3yiTe TOMbKO OpUrMHaNbHbIe AeTanu ANA MHranAaTopa.
[MoapobHyto MHpOpMALMIO AnA NONL30BATENEN O HaLei NPOAYKLMM 1 CEPBICHBIX CryXbax

MOXHO HaiTy Ha caitTe www.microlife.com
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PeKOMeH,lJ,yeTCFI 3aMEHATb pacnblIUTesb, HACaAKY U MacKu nocne 3 MecALEB UCMOMb30BaHMA.

lMocToAHHO creayeT NPOBEPATL YMCTOTY hunbTpa
W MEHATD €ro B Cy4ae 3arpAsHeHuA, 1o,
camoe no3aHee, Yepes 3 MecALa MCMONb30BaHKA.
3anacHsle unbTPbI NOCTaBNAKTCA BMECTE C
camum annapatom. YTobbl 3aMeHUTb PUnLTP,
OTKPOIATE OTAENEHME B HUXHEl 4acTy annapara,
rae HanucaHo «Open» (OTKpbITb), 1 3ameHnTe
€ro, KaK noKasaHo Ha pUCYHKe.

A Mcnonb3yiTe ToMbKO OpUrMHaNbHBIE (PUALTPLI.
A He nonb3yiiteck npubopom 6e3 dnnbTpa.

TexHuyeckoe obcnyxuBaHue
Hukoraa He BCKpbIBailTe UHranATop. Komnpeccop He TpebyeT cMa3ku Ui CaMOCTOATENbHOIO
peMoHTa.

5. Bo3moXHble HeMCNPABHOCTH U CNOCOBLI UX YCTPAHEHUA

HeucnpaBHocTb JencTaue
[Mpubop He BKNioYaeTcA. | o MMpoBepbTe, MPaBUBLHO I annapat NoACOeAUHEH K CeTU
3MEKTPONUTAHNA.
Pacnbinutens pabotaet | 1. MpoBepbTe, NPaBULHO 1 MOACOEANHEH BO3AYLIHbINA WNAHT C
HENpaBWUMbHO UMK He 060MX KOHLIOB.
paboTaeT BooOLLE. 2. Y6eauTech, YTO BO3AYLUHbINA LUNAHT HE NEPEKPYYEH U He 3aXaT.
3. MpoBepbTe, NPaBULHO MK YCTaHOBMEH PacnbliUTENb.
4., Y6eanTeCb, YTO NIEKAPCTBO HANMTO B PaCTbINUTENb.

CneuvanucTsl cepsucHoit cyxobl upmsl Microlife roToBbI 0kasaTb NOMOLLb, ECAM Y BaC
BO3HUKHYT Kakue nnbo Bonpock! U npobnembi!

6. [ononHutenbHble yKasaHuA No 6e30MacHOCTH

¢ [lpy HanW4WM BUOMMbIX MOBPEXAEHNA annapaTa Mnbo ero WHypa NUTaHNA, NOXayicTa,
npekpaTuTe NoNb30BaTHCA annapaTom.

¢ [lonyckaeTcA UCcnonb30BaHue annapara Tonbko B COOTBETCTBIAM C MHCTPYKLUMeR. MsroTosu-
TeNb He HECET OTBETCTBEHHOCTY 32 NOBPEXAEHMA, BO3HUKLUME BCNIEACTBIME HEMPABIUIBLHOTO
MPUMEHEHWA.

*  He noapepraiiTe annapar BO3AEACTBMIO MOBBILLEHHOM TEMMEPATYpPbI U MPAMbIX
CONHEYHbIX Nyyen, u3beranTe nonagaHna B KOpnyc npubopa BOAL! 1 Mbinu.



*  HuBKOEMCny4ae He NbiITanTeCh CaMOCTOATENBHO PEMOHTMPOBaTbannapart. HecaHKLMOHNpo-
BaHHOE BCKPbIT/e annapaTaBrieyeT 3aco60i 0CBOBOX AEHNE OT rapaHTUNHLIX 00A3aTENbCTB.

o Cneaute, 4Tobbl AETU HE NOML30BANUCH annapaTom 6e3 NPUCMOTPa; HEKOTOPbIE ero
4acTy HACTOMbKO Maribl, YTO X MOXHO MPOrNOTUTb.

o Ecnmannapat nonmyuun cuibHbIA yaap (ynan Ha non), ecnu obHapyxeHa HenenpaBsHOCTb UK
NOBPEXAEHE, U eCAv Bbl 3aMETUN YTO-NMBO HEOBbIYHOE B paboTe annapata, cneayet
NPOM3BECT €ro MPOBEPKY B BaLLel pervoHanbHon cepaicHoi cnyxbe dupmbl Microlife.

¢ Henb3A Ucnomnb3oBaTh UHranAToOp Npu UCKYCCTBEHHON BEHTUNALMM NETKUX.

7. TapaHTtua

Ha faHHblli annapat yCTaHOB/NEH rapaHTMIiHbII CPOK 2 roAa co AHA ero NpuobpeTeHus.
lapaHTIA PacnpoCTPaHAETCA TOMbKO Ha caM anmapart, HO He Ha ero KOMMNeKTytoLwye, Takue
KaK pacrbinuTenb, Macky, Hacaaka, BO3AYLUHbINA WaHr u dunbTp. FapaHTUA aHHynMpyeTcA
NP1 HENPaBUMBEHOM MCTIONB30BaHIM annapaTta NMG0 NpU NOMbITKE PEMOHTA TPETHIAMM
CTOpOHaMK. [apaHTuitHble 06A3aTeNbCTBA UMEIOT CUNY TOMBKO B CIyYae NpeacTaBNeHuA
cyeTa fMbo rapaHTUMHONO TaoHa, 3anoHEHHOMO AUNEPOM.

8. TexHuyeckue XapakTepucTUKu

CKOpOCTb pacnblneHua: 0,54 MA/MWH. (pacrbineHne 3 M 3aHUMaeT MEHEE 6 MU HYT)
Pa3smep yacTuu: 1,89 um (MMAD ¢ 0,9% NaCl B cucteme API) nubo

4,75 um (MMD ¢ cansbyTamonom B cucteme Malvern)
Bo3pywHbIit NOTOK KoMnpeccopa: 9 JI/MUH.
YpoBeHb aKkyctuyeckoro wyma: 1,05 1BA
YpoBeHb aKycTH4eckoro wyma: 58 AbA Ha paccToAHun 1 M

MCTOYHMK NUTaHMA: 230B~, 50Ty

[nuHa WwHypa nuTaHuA: 2Mm

Pa6oyan Temnepatypa: 10 - 40 °C; 10-95% MakcumanbHan OTHOCUTENbHAA BNAXHOCTb
Temnepatypa xpaHeHus: -25-+70°C; 10-95% MakcumanbHaA 0THOCUTENbHAA BNaXKHOCTb
Macca: 2300t

Pa3mepbi: 175 MM X 295 MM X 125 MM

CootBetcTBue ctaHgaptam:  EN60601-1, EN60601-1-2 (EMC)
OTN faHHbIe ABNAIOTCA OPUEHTUPOBOYHBIMM 1 MOTYT M3MEHATLCA B 3aBUCUMOCTM OT ChOpMbl
NEKaPCTBEHHOTO Npenaparta W ero BA3KOCTHU. @

BHumanue!

PeructpauviorHoe yaoctosepetne M3 PO N°2004/307 ot 15 anpena 2004 . 1M 04
Cornacto 3akoHy o 3awute Mpas MoTpebuTeneii (cT. 2, . 5) cpok cryx6bl npubopos - He MeHee 10 neT npi ycnosuy cOBNIOAEHNA NPaBun
JKCMNyaTauMm. YuuTbIBan BbICOKOE Ka4ecTBO, HaAieXHOCTb 1 CTeneHb 6e30nacHoCTV NPoAyKLMY «Mukponaiith», (hakTU4ecKkuii Cpok aKkcnnyarauun
MOXET 3HAYUTENbHO NPEBbILIATL OPULIMAIBHBIA.

,uaTa NPOM3BOACTBA: NepBble ABe Lllllfbpbl CeleﬁHOl'O HOMepa rof NpoM3BOACTBA, BTOPbIE ABE HeeNA NPOM3BOACTBA.
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